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Early and accurate detection of HIV-1 p24 antigen is crucial for timely diagnosis and treatment, particularly

in resource-limited settings where traditional methods often lack the necessary sensitivity for early-stage

detection or is expensive. Here, we developed a layer-by-layer signal amplification platform employing

fluorescent silica nanoparticles functionalized via bioorthogonal TCO/TZ chemistry. We evaluated

nanoparticles of different sizes (25, 50, and 100 nm) and two dye-doped nanoparticle formulations to

optimize signal intensity, detection limits, and nonspecific binding. The 25 nm RITC-doped nanoparticles

demonstrated superior performance, achieving an ultra-low detection limit of 7 fg mL−1 with a broad linear

range up to 1 ng mL−1. Compared to FITC-doped nanoparticles, RITC-doped nanoparticles provided

enhanced brightness and signal strength. Further optimization revealed that using 50 μg of 25 nm

nanoparticles yielded the best sensitivity while minimizing nonspecific binding. This nanoparticle-based

assay significantly outperformed commercial ELISA kits, offering a broad dynamic range and improved

sensitivity. Our platform presents a highly sensitive and adaptable approach for HIV-1 p24 antigen

detection, with broad potential applications in point-of-care diagnostics and detection of other low-

abundance biomarkers, ultimately enhancing early disease detection and treatment accessibility.

Introduction

Human immunodeficiency virus (HIV) remains a global
health challenge, with 40 million people living with the virus,
including 1.3 million newly infected individuals, according to
United Nations Program on HIV/AIDS reports (UNAIDS
2023).1,2 With millions of individual infected and unaware of
their status, HIV testing is essential for diagnosing new
infections and for monitoring the viral loads.3 Therefore, it is
very important to develop a detection strategy for early
diagnosis and clinical treatment.4

Detection of HIV mainly relies on HIV antibodies in the
blood, but in early stages these antibodies may not be
present making this method less effective.5 Therefore nucleic
acid amplification testing (NAAT) is used to detect presence

of HIV RNA.6 Although advancements in mutualization and
nucleic acid amplifications have been made these tests are
still cost prohibitive for resource-poor areas.6,7 CRISPR-based
methods, while highly promising, offer rapid and sensitive
HIV RNA detection but require expensive instruments,
trained personnel and is cost prohibitive.8 Early detection
enables the prompt start of antiretroviral therapy (ART),
which is crucial for controlling the viral concentration, and
preventing the progression to acquired immunodeficiency
syndrome (AIDS).9 Children born to HIV-positive mothers can
contract the virus through breast milk, making regular
testing essential for the early detection of infection. Early
diagnosis could help prevent this by providing timely
information.10 Monitoring the viral load in children with HIV
is crucial for tracking disease progression and determining
when to adjust antiretroviral therapies.11 Fingerpick blood
sampling is the most used biochip in point-of-care biomarker
testing due to its minimally invasive nature, making it a
practical alternative for HIV detection, particularly in low-
resource settings where conducting full blood tests and
utilizing hematology analyzers is not feasible.12,13

HIV p24 antigen is a well-conserved structural protein within
HIV and is used to monitor viral load.14 p24 antigen can be
detected using fourth-generation point-of-care (POC) lateral flow
immunoassays approximately 15 days after HIV infection.15,16

However, it remains a challenge early in infection and detecting
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lower concentrations. Recently, we reported an ultrasensitive
p24 assay with 46 fg mL−1 (1.84 fM) limit of detection (LOD)
and a very broad linear range spanning 8 orders of magnitude,
46 fg mL−1 to 10 ng mL−1, utilizing a layer-by-layer fluorescent
silica nanoparticles and bioorthogonal chemistries.17 The signal
enhancement strategy shown in Fig. 1. First, anti-p24 antibodies
are coated on the plate and blocked. Next varying
concentrations of p24 are added and subsequently washed to
remove unbound antigen. A secondary antibody modified with
tetrazine (Ab2-TZ) is added, creating a sandwich of the antigen
between two antibodies. After washing to remove excess Ab2-TZ,
silica nanoparticles doped with either fluorescein isothiocyanate
(FITC) or rhodamine B isothiocyanate (RITC) and functionalized
with trans-cyclooctene (TCO) (FITC-SiO2-PEG5k-TCO & RITC-
SiO2-PEG5k-TCO) are added to the microwell. The FITC-SiO2-
PEG5k-TCO reacts with the tetrazine (TZ) conjugated to the
antibody creating the first layer. Excess particles are washed
leaving the first layer of bound particles, with unreacted TCO on
their surfaces. The second layer is formed by the addition of the
dye-doped silica nanoparticles functionalized with TZ (FITC-
SiO2-PEG5k-TZ & RITC-SiO2-PEG5k-TZ), which readily reacts with
unbound TCO forming the second layer with bound TZ
particles. Similar to the first layer, particles functionalized with
TCO can be added to further enhance the signal.

Hence, we focused our efforts on studying the effect of (1)
nanoparticles of varying sizes (25 nm, 50 nm, and 100 nm) to
potentially optimize their packing density around Ab2-TZ and
(2) increasing the “brightness” of the particles by
encapsulating them with a brighter dye (RITC).

Functionalized FITC-doped nanoparticles have been
extensively employed in various in vivo applications due
to their exceptional photostability. Building on their
success in other imaging techniques, we initially
investigated their potential as signal enhancers in a
novel layer-by-layer assay.18,19 To further enhance signal
intensity, we aimed to identify a dye with superior
brightness.

The molecular brightness of a fluorophore is a critical
factor in fluorescence-based applications, it is determined
by the product of its molar absorptivity (ε) and fluorescence
quantum yield (Φ), which collectively dictate the total light
absorbed and the efficiency of fluorescence emission.20

Consequently, we replaced FITC with rhodamine B
isothiocyanate (RITC), a rhodamine derivative with a molar
absorptivity of 106 000 M−1 cm−1 and a fluorescence
quantum yield of 1.06, resulting in a molecular brightness
of 112 360 M−1 cm−1.21,22 This represents an approximate
20% increase in brightness compared to fluorescein
derivatives, which have a molar absorptivity of 78 000 M−1

cm−1 and a quantum yield of 0.92, yielding a molecular
brightness of 71 760 M−1 cm−1.23,24

In addition to enhanced brightness, rhodamine
derivatives offer several advantages over fluorescein,
including longer excitation and emission wavelengths, higher
quantum efficiency, and improved water solubility.
Furthermore, their distinct color shifts and elevated relative
fluorescence units (RFU) make them particularly valuable for
fluorescence-based biosensing applications.25

Fig. 1 Schematic of layer-by-layer signal enhancement strategy for ultrasensitive HIV-1 p24 antigen detection using fluorescent-doped
nanoparticles. Shown left are assay components, top center displays FITC-SiO2-PEG5k-TZ/TCO particles, center bottom RITC-SiO2-PEG5k-TZ/
TCO particles.
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Experimental
Materials and equipment

Tetraethyl orthosilicate (TEOS), 3-aminopropyl triethoxysilane
(APTES), fluorescein isothiocyanate (FITC, isomer I),
dimethylformamide (DMF), triethylamine (TEA), ammonium
hydroxide (NH4OH), N-hydroxysuccinimide (NHS), 1-ethyl-3-
(3-dimethylaminopropyl)carbodiimide (EDC), hydrochloric
acid (HCl), sodium hydroxide (NaOH), phosphate-buffered
saline (PBS), bovine serum albumin (BSA), sulfo-NHS, Tween
20, and ethanol were purchased from Sigma-Aldrich. PEG-
bis-CH2CO2H, MW 5000, (COOH-5k-PEG-COOH),
methyltetrazine-PEG4-amine HCl salt Tz‐PEG4‐NH*2HCl

� �
, and

TCO-PEG6-amine (TCO-PEG6-NH2) were purchased from
BroadPharma. The mouse anti-HIV-1 p24 paired antibody
and recombinant HIV-1 p24 protein were purchased from
Prospec Protein Specialists, USA. Rhodamine B
isothiocyanate (RITC), and absolute ethanol (EtOH) were
purchased from Fisher Scientific. All chemicals were used as
received without further purification. Ultrapure water
obtained from a Millipore water purification system (18.2 MΩ

cm−1, Milli-Q, Merck Millipore, Darmstadt, Germany) was
used in all experiments.

Zeta-potential were measured by the Horiba SZ-100 Dynamic
Light Scattering (DLS) Instrument, plates were read using the
molecular devices spectra Max M3 (Plate Reader), and
transmission electron microscopy (TEM) images were generated
via the Philip CM12 transmission electron microscope.

Synthesis of FITC-SiO2-OH 100 nm and fabrication of FITC-
SiO2-NH2, FITC-SiO2-PEG5k-COOH, FITC-SiO2-PEG5k-TZ, FITC-
SiO2-PEG5k-TCO 100 nm

All reactions were performed under inert atmosphere as
described in our previously reported paper.17

Synthesis of FITC-SiO2-OH 50 nm nanoparticles

FITC-SiO2-OH was prepared according to reported procedures
with modifications.26 In a 100 mL round-bottomed flask,
FITC (10 mg) was mixed with EtOH (5 mL). APTES (20 μL,
0.085 mmol) was added under inert conditions. The mixture
was stirred for 24 h at rt to yield the FITC–APTES adduct.
Next absolute EtOH (50 mL), TEOS (0.75 mL, 3.36 mmol),
NH4OH (30%, 2.1 mL) were added. The reaction mixture was
stirred for 24 h at rt. The yellow dispersion was washed with
absolute EtOH (10 mL × 3) through cycles of centrifugation
(10 000g, 20 min)/sonication/redispersion. Finally, the yellow
nanomaterial was redispersed in absolute EtOH (10 mL).
RITC-SiO2-OH was prepared in a similar manner.

Fabrication of FITC-SiO2-NH2 50 nm nanoparticles. The
surface modification of FITC-SiO2-OH with APTES was
performed in an EtOH solution at 90 °C. APTES (400 μL, 1.7
mmol) was added to FITC-SiO2-OH (60 mg) in absolute EtOH
(10 mL). The mixture was stirred for 24 h. FITC-SiO2-NH2 was
separated from the mixture by centrifugation (10 000 × g, 20

min) and washed with EtOH 3×. The EtOH was removed, and
the material was dried in vacuo for 2 h.

Fabrication of FITC-SiO2-PEG5k-COOH 50 nm
nanoparticles. HOOC-PEG5k-COOH (50 mg, 10 μmol) was
dissolved in DMF (2 mL). EDC-HCl (2 mg, 10 μmol) and NHS
(2 mg, 10 μmol) were each dissolved in DMF (400 μL) and
added respectively. The mixture was stirred at rt for 30 min.
FITC-SiO2-NH2 (30 mg) was suspended in DMF (1 mL) and
added to the first solution which was stirred for 24 h. The
obtained nanoparticles were separated from the mixture by
centrifugation (10 000 × g, 20 min) and washed with DMF 3×
and EtOH 3×. The EtOH was removed, and the material was
dried in vacuo for 2 h.

Fabrication of FITC-SiO2-PEG5k-TZ 50 nm nanoparticles.
FITC-SiO2-PEG5k-COOH (5 mg) was resuspended in DMF (1
mL). EDC-HCl (2 mg, 10 μmol) and NHS (2 mg, 10 μmol)
were each dissolved in DMF (400 μL) and added, respectively.
The mixture was stirred at rt for 30 min. TZ-PEG6-NH2 (2 mg)
dissolved in DMF (200 μL) was added to the mixture and
stirred for 24 h. The resulting nanoparticles were separated
by centrifugation (10 000 × g, 20 min), washed with EtOH (1
mL) 3×, and PBS (1 mL) 3×. The final FITC-SiO2-PEG5k-TCO
nanoparticles were resuspended in PBS (5 mg mL−1). The
resulting stock solution was stored at 4 °C for further
experimentation.

Fabrication of RITC-SiO2-PEG5k-TCO 50 nm nanoparticles.
These nanoparticles were fabricated in a manner like the
fabrication of FITC-SiO2-PEG5k-TZ using TCO-PEG6-NH2

instead of TZ-PEG4-NH2.
Fabrication of RITC-SiO2-TZ 50 nm nanoparticles. Same

protocols have followed as FITC-SiO2-TZ by using RITC (10
mg) instead of FITC (10 mg).

Synthesis of FITC-SiO2-OH 25 nm nanoparticles

Initially FITC (10 mg) was mixed with EtOH absolute (1 mL)
and APTES (140 μL, 0.6 mmol) in a round bottom flask under
inert conditions. The mixture was stirred for 18 h forming a
FITC–APTES adduct. To a flask containing EtOH (30 mL),
TEOS (1.2 mL, 5.8 mmol), and NH4OH (30% aq solution, 1.2
mL) FITC–APTES adduct quickly was added (100 μL). This
reaction was stirred vigorously for 24 h at rt, under inert
conditions. After 24 h, TEOS (240 μL, 1.2 mmol) was added
to the reaction mixture at rt under inert conditions and
stirred vigorously for a further 24 h. The yellow dispersion
was washed with absolute ethanol 3× (10 mL) through cycles
of centrifugation (15 000g, 25 min)/sonication/redispersion.
Finally, the nano material was redispersed in EtOH (5 mL).

Fabrication of FITC-SiO2-NH2, FITC-SiO2-PEG5k-COOH,
FITC-SiO2-PEG5k-TZ, FITC-SiO2-PEG5k-TCO. Fabrication of
FITC-SiO2-NH2, FITC-SiO2-PEG5k-COOH, FITC-SiO2-PEG5k-TZ,
FITC-SiO2-PEG5k-TCO were all synthesized similar manner to
the 100 and 50 nm particles.

Preparation of the tetrazine-modified antibody (Ab2-TZ).
100 μg of p24 antibody was prepared and characterized
according to previously described methods.17
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Determination of the limit and range of detection in PBS.
To evaluate the sensitivity of the platform, different
concentrations of p24 (0.1 fg mL−1–10 ng mL−1) in PBS
were used. Capture antibody (3 μg), FITC-SiO2-PEG5k-TCO
(50 μg), FITC-SiO2-PEG5k-TZ (50 μg), RITC-SiO2-PEG5k-TCO
(50 μg), RITC-SiO2-PEG5k-TCO (50 μg), and Ab2-TZ (1 μg)
were used for all analyses except concentration
optimization studies. LOD was determined based on the
following standard calculations LOD = blank (mean) + 3×
blank (standard deviation) LOQ = blank (mean) + 10×
blank (standard deviation) blank), which was used to
calculate the linear relationship.27

Results and discussion
Characterization of dye doped nanoparticles

First, we generated all materials and characterized them
meticulously. FITC and RITC dye were used to form
fluorescent silica nanoparticles ranging from 100 nm, 50 nm,
and 25 nm as described.26,28 TEM images (Fig. 2)
unequivocally confirmed the uniformity of nanoparticle size,
which was further quantified using ImageJ to generate size
distribution histograms (Fig. 3), demonstrating the expected
frequency of the target diameters. The particles surface of the
nanoparticles was then modified with a polyethylene glycol
spacer terminated with a carboxylic group to reduce
nonspecific binding. Next, TCO or TZ was conjugated to the
fluorescent silica nanoparticles by first activating the surface
with EDC/NHS, followed by the addition of NH2-PEG-TCO or

NH2-PEG-TZ. This process resulted in the formation of FITC-
SiO2-PEG5k-TCO or FITC-SiO2-PEG5k-TZ, respectively.

Zeta potential measurements were used throughout the
surface modification process of the fluorescent silica
nanoparticles to confirm the success of each modification step
and assess surface charge, a technique commonly applied in
related studies such as fluorescence immunoassays on paper
and bio responsive quantum dot-enzyme platforms.29,30

Different surface chemistries exhibit varying surface potential
charges, with the zeta potential of the dye-doped SiO2-OH
particles initially ranging from −25 mV to −9 mV, attributed to
the presence of hydroxyl groups on the surface, as shown in
Fig. 4. Upon coating the surface with amine functional groups,
the zeta potential shifted to a positive range of +9 to +15 mV,
clearly indicating the successful addition of the amine group.
Next, bis-carboxylic PEG linker was conjugated to the surface,
where the zeta potential ranged from −9 to −3 mV. Finally, the
addition of TZ or TCO functionalities caused a dip in the zeta
potential rendering it slightly negative which reflects the final
modification.

Functional and photostability

We evaluated the performance of each dye doped
fluorescent silica nanoparticles at the same weight
concentration. Next the excitation and emission spectra of
equivalent weighted particles was measured and compared
(Fig. S1 and S2†) for RITC and FITC. The results showed
that nanoparticles with a size of 100 nm exhibited the

Fig. 2 TEM images of (A) 100 nm FITC-SiO2-OH, (B) 50 nm FITC-SiO2-OH, (C) 25 nm FITC-SiO2-OH, (D) 100 nm RITC-SiO2-OH, (E) 50 nm RITC-
SiO2-OH, (F) 25 nm RITC-SiO2-OH.
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highest intensity, where 25 nm particles were the lowest
intensity, all things being equal (Fig. S3†).

To ensure robustness we measured photostability and the
functional stability of the TCO/TZ modified particles.
Photostability studies show the particle fluorescence intensity
remains stable over a month (Fig. S2†). Functional stability
studies were conducted to assess the stability of TCO- and
TZ-functionalized particles. Three concentrations of p24
antigen—control, 100 fg mL−1, and 1 ng mL−1 were analyzed

weekly to determine any changes in performance trends.
While a nonspecific binding increase was observed over the
experiment, the overall trend in detection remained for three
weeks (Fig. S3†).

Concentration optimization studies

To evaluate the optimal concentration of 50 nm fluorescent-
doped nanoparticles for assay sensitivity, we tested three

Fig. 3 Size distribution of (A) 100 nm FITC-SiO2-OH, (B) 50 nm FITC-SiO2-OH, (C) 25 nm FITC-SiO2-OH, (D) 100 nm RITC-SiO2-OH, (E) 50 nm
RITC-SiO2-OH, (F) 25 nm RITC-SiO2-OH.

Fig. 4 Zeta potentials of fluorescent silica nanoparticles (A) FITC-SiO2-R 100 nm, (B) FITC-SiO2-R 50 nm, (C) FITC-SiO2-R 25 nm, (D) RITC-SiO2-R
100 nm, (E) RITC-SiO2-R 50 nm, (F) RITC-SiO2-R 25 nm. Error bars indicate the standard deviation of three measurements.
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concentrations: 25 μg, 50 μg, and 75 μg of FITC-SiO2-TZ/TCO
particles. At 25 μg (Fig. 4A), the assay achieved a limit of
detection (LOD) of 150 fg mL−1 and a limit of quantification
(LOQ) of 4 pg mL−1, with a linear range of 150 fg mL−1 to 1
ng mL−1. This concentration resulted in low non-specific
binding and reduced variability but exhibited weaker signal
intensity due to the limited number of particles. Increasing
the concentration to 50 μg of particles (Fig. 4B) enhanced the
LOD to 66 fg mL−1 and the LOQ to 1 pg mL−1, with a linear
range of 66 fg mL−1 to 1 ng mL−1. This concentration
provided an optimal balance between signal strength and
non-specific binding, despite moderate levels of the latter.
Further increasing the concentration to 75 μg (Fig. 4C)
resulted in an excess of particles, raising the LOD
significantly to 500 pg mL−1 and diminishing assay
sensitivity. Therefore, 50 μg was identified as the optimal
concentration, offering the best trade-off between signal
strength and non-specific binding.

Packing optimization studies

We hypothesized that smaller nanoparticles would improve
packing efficiency, as illustrated in Fig. 5. To estimate
packing density, we calculated the binding capacity of a
96-well plate (Table 1), assuming 400–500 ng of IgG
antibody can bind per cm2 of the plate's surface area. For
a 24 kDa p24 antibody (Ab1), this corresponds to
approximately 1.0 × 1013 to 1.25 × 1013 antibodies per
cm2, or 3.2 × 1012 antibodies per well, based on a
binding density of 400 ng cm−2. The concentration range

of p24 antigen in each well (200 μL) spans from 0.1 fg
mL−1 to 10 μg mL−1, translating to approximately 5.0 ×
102 to 5.0 × 1016 antigens per well.

Using TEM analysis, we estimated approximately 6.7 × 107

dye-doped 50 nm particles per 1 μg. With an estimated
particle binding area of 5.67 × 10−10 cm2 and a total well
surface area of 0.32 cm2, the maximum particle binding
capacity in a single layer was calculated to be 2.22 × 109

particles, equivalent to 33 μg of particles. These calculations
underscore the importance of selecting appropriately sized
nanoparticles and their concentrations to maximize assay
sensitivity and minimize non-specific interactions. Layer-by-
layer attachment of the particles are shown in confocal
images (Fig. S5†). Increasing brightness of the particles are
clearly visible in 2nd and 3rd layer.

Size comparison studies

Size comparison studies were performed, as shown in Fig. 6,
with the hypothesis that smaller particles would yield a lower
limit of detection (LOD) due to improved packing of the
layers. Starting with 100 nm FITC-doped particles (Fig. 7A),
we reduced the particle size to 50 nm (Fig. 7B), and finally to
25 nm (Fig. 7C). The LOD decreased from 163 fg mL−1 for the
100 nm particles to 66 fg mL−1 for the 50 nm particles, and
further to 13 fg mL−1 for the 25 nm particles.

Similarly, the RITC-doped particles (Fig. 7D–F) exhibited
a comparable trend, where particle size inversely affected
the LOD. The 100 nm RITC-doped particles showed an
initial LOD of 50 fg mL−1, which decreased to 42 fg mL−1

Fig. 5 Studies of different weight concentrations of 50 nm particles the signal value and different concentrations of p24 antigen, concentration
optimization for 50 nm FITC-SiO2-TCO/TZ (A) 25μg (B) 50 μg (C) 75 μg. The y-axis, % RFU, is the percent relative fluorescence intensity of the
sample as a function of an internal control. Error bars indicate the standard deviations of three measurements (ns > 0.05, *p < 0.05.)

Table 1 Quantification of nanoparticles

Entry 100 nm 50 nm 25 nm

Area covered by 4 particles (A1) 1.156 × 10−9 cm2 5.76 × 10−10 cm2 3.61 × 10−10 cm2

Surface area of well (A2) 0.32 cm2 0.32 cm2 0.32 cm2

Average length of PEG5k 35 nm 35 nm 35 nm
Max NPs fit in 1st layer {N1 = 4(A2/A1)} 1.10 × 109 2.22 × 109 3.55 × 109

No of NPs in 1 μg (N2) 1.5 × 107 6.7 × 107 1.65 × 108

NPs required (μg) to cover the well surface (N1/N2) 73 μg 33 μg 21 μg
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Fig. 6 Theoretical packing density calculation of different sized (100 nm, 50 nm, and 25 nm) nanoparticles and number of antigen and antibody
per well of 96 well plate during the assay.

Fig. 7 Signal response of the sandwich immunoassay using multiple layers. (A) FITC 100 nm, (B) FITC 50 nm, (C) FITC 25 nm, (D) RITC 100 nm, (E)
RITC 50 nm, (F) RITC 25 nm. The y-axis, % RFU, is the percent of relative fluorescence intensity of the sample as a function of an internal control.
Error bars indicate the standard deviation of three measurements performed on three separate days.
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with the 50 nm particles, and 7 fg mL−1 with the 25 nm
particles. These results, along with the extended linear
range, are summarized in Table 2. Notably, the linear range
extended from 7 fg mL−1 to 1 ng mL−1 with the 25 nm
RITC-doped particles.

Dye comparison studies

When comparing dyes to dyes regardless of particle size we
see that RITC-doped particles vastly outperform their FITC
counterparts, this is likely due to the increase “brightness” of
the fluorophore. We see this trend repeated in 100 nm FITC
and 100 nm doped RITC particles in Fig. 7A and D
respectively, 50 nm FITC and 50 nm doped RITC particles in
Fig. 7B and E respectively, and for the 25 doped particles in
Fig. 7C and F.

Comparison with standard ELISA

To benchmark the performance of our novel assay, we
conducted a direct comparison with a commercially available
ELISA kit (human, mouse, & rat HIV-1 Gag p24 ELISA Kit –

Quantikine, R&D Systems), which was enhanced with
Amplex™ Red and Amplex™ UltraRed fluorescent substrates
to align with the fluorescence-based nature of our method.
The commercial ELISA demonstrated a linear range of 7.8–
500 pg mL−1 and a limit of detection (LOD) of 3.35 pg mL−1

as seen in Fig. 8A. In contrast, our layer-by-layer

amplification assay, incorporating 25 nm RITC-doped
nanoparticles, exhibited a markedly superior performance
with an LOD of 7 fg mL−1 and an extended linear range of
0.0072–1 ng mL−1 in layer 3 (Fig. 8B). Our assay offers over
eight orders of magnitude greater sensitivity and a broader
dynamic range than the commercial ELISA. Furthermore, as
shown in Table 3, a direct comparison of our assay with other
bioanalytical sensors for p24 demonstrates that our platform
achieves superior sensitivity and an unmatched linear range.

Conclusions

We successfully synthesized and characterized FITC- and
RITC-doped silica nanoparticles ranging in size from 25 nm,
50 nm, and 100 nm. Particle sizes were confirmed via TEM,
while ImageJ analyses and zeta potential measurements
validated surface modifications, including the addition of
polyethylene glycol spacers and TCO or TZ functionalities.
These nanoparticles were employed in an extensive
comparative study to enhance the ultrasensitive detection of
the HIV-1 p24 antigen. By leveraging bioorthogonal
chemistries and advanced signal amplification techniques,
we optimized their detection capabilities for improved
sensitivity in point-of-care applications. Our bioorthogonal
layer-by-layer approach differs from conventional multivalent
binding (e.g., streptavidin–biotin) by reducing steric
hindrance and enhancing binding kinetics, improving target
accessibility and signal amplification. This is because we are
using two small molecules that are much smaller in size
compared to avidin, which is a protein. The advancement of
multifunctional nanoparticles in diagnostics can significantly
benefit from the use of mutually orthogonal combinations.38

RITC-doped nanoparticles consistently outperformed
FITC-doped counterparts, offering superior signal
enhancement, due to improved molecular brightness. Our
findings further validated that smaller nanoparticles enhance
packing density, significantly lowering the limits of detection

Table 2 Summary of assay results

Nanoparticle type LOD (fg ml−1) Linear range Linearity (R2)

100 nm FITC 163 0.163–1 ng mL−1 0.86
50 nm FITC 66 0.0066–1 ng mL−1 0.98
25 nm FITC 13 0.0013–1 ng mL−1 0.81
100 nm RITC 50 0.0504–1 ng mL−1 0.99
50 nm RITC 42 0.0420–1 ng mL−1 0.96
25 nm RITC 7 0.0072–1 ng mL−1 0.94

Fig. 8 Comparison of detection sensitivity: (A) commercially available ELISA for HIV p24 antigen detection and (B) enhanced layer-by-layer
amplification assay using 25 nm RITC-doped nanoparticles, highlighting the improved sensitivity and linear range of our method.
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(LOD). Notably, the 3rd layer of 25 nm RITC-doped
nanoparticles demonstrated a LOD of 7 fg mL−1 and an
extended linear range from 7 fg mL−1 to 1 ng mL−1. —

eliminating the need for sample dilution, even with highly
concentrated specimens. This broad linear range spanning
seven orders of magnitude simplifies sample preparation,
reduces the risk of dilution errors, and makes the assay more
user-friendly and efficient. Beyond HIV-1 p24 antigen
detection, these developments demonstrate the platform's
potential for diverse diagnostic applications requiring
sensitive detection of low analyte concentrations. The
method offers a broad linear range that eliminates the need
for sample dilution when detecting multiple biomarkers.
However, challenges remain, including limited nanoparticle
stability (3 weeks at rt and the requirement of multiple wash
steps) which can increase assay complexicity and time. We
are actively working to improve nanoparticle stability and
streamline the process for point-of-care diagnostics.
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