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Thermal evaporation as sample preparation for
silver–assisted laser desorption/ionization mass
spectrometry imaging of cholesterol in amyloid
tissues†

Štěpán Strnad,a Vladimír Vrkoslav, *a Anna Mengr,a Ondřej Fabián,b,c Jiří Rybáček,a

Miloš Kubánek,b Vojtěch Melenovský,b Lenka Maletínskáa and Josef Cvačka a

Cholesterol plays an important biological role in the body, and its disruption in homeostasis and synthesis

has been implicated in several diseases. Mapping the locations of cholesterol is crucial for gaining a better

understanding of these conditions. Silver deposition has proven to be an effective method for analyzing

cholesterol using mass spectrometry imaging (MSI). We optimized and evaluated thermal evaporation as

an alternative deposition technique to sputtering for silver deposition in MSI of cholesterol. A silver layer

with a thickness of 6 nm provided an optimal combination of cholesterol signal intensity and mass resolu-

tion. The deposition of an ultrathin nanofilm of silver enabled high-resolution MSI with a pixel size of

10 µm. We used this optimized method to visualize the distribution of cholesterol in the senile plaques in

the brains of APP/PS1 mice, a model that resembles Alzheimer’s disease pathology. We found that chole-

sterol was evenly distributed across the frontal cortex tissue, with no evidence of plaque-like accumu-

lation. Additionally, we investigated the presence and distribution of cholesterol in myocardial sections of

a human heart affected by wild-type ATTR amyloidosis. We identified the presence of cholesterol in areas

with amyloid deposition, but complete colocalization was not observed.

1. Introduction

Cholesterol is an essential component of cell membranes that
helps to maintain their structural integrity and fluidity. It
serves as a precursor for various molecules, including steroid
hormones and bile acids. Cholesterol is also an important sig-
naling molecule and the major component of lipid rafts,
which are structures that regulate the function of cell signaling
pathways.1,2 Disruption of cholesterol homeostasis is associ-
ated with a wide range of diseases, including cancer, cardio-
vascular disease, and various amyloidoses. Amyloidosis is a
protein deposition disease in which precursor proteins are
pathologically misfolded from their regular physiological con-
formation into a beta-sheet structure. These misfolded pro-
teins can aggregate into oligomers and later form insoluble
amyloid fibrils that are deposited extracellularly in tissues.3

Over 30 different precursor proteins have been identified as
amyloidogenic, meaning they have the ability to cause
different amyloid diseases.4,5 Amyloid deposition can occur in
a systemic or a localized manner. The main types of systemic
amyloidosis are AL (primary, light-chain amyloidosis), AA (sec-
ondary, inflammation-related amyloidosis), and ATTR (trans-
thyretin amyloidosis).5,6 Alzheimer’s disease (AD) is an
example of localized amyloidosis and is the most common
type of human amyloidosis leading to dementia.7 One of the
pathological hallmarks of AD is the accumulation of insoluble
β-amyloid (Aβ) in the brain, leading to the formation of senile
plaques. Several lines of evidence indicate that cholesterol
plays a role in AD pathogenesis. Studies have shown that chole-
sterol modulates Aβ production by regulating γ-secretase
activity.8–10 A recent study found that the targeted deletion of
astrocyte cholesterol synthesis reduced Aβ and tau burden in a
mouse model of AD.11 Research efforts focused on tracking
the distribution and quantity of cholesterol in senile plaques
during AD in both humans and animal models have yielded
mixed results, and a consensus on this particular aspect of AD
pathology has yet to emerge.12–17

Different analytical methods have been used for cholesterol
analysis, especially liquid or gas chromatography coupled with
mass spectrometry.18,19 To obtain spatially resolved infor-
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mation in tissues, mass spectrometry imaging (MSI) has been
utilized in combination with various ionization techniques.
These include secondary ion mass spectrometry (SIMS),20–25

desorption electrospray ionization (DESI),26–28 matrix-assisted
laser desorption/ionization (MALDI), and laser desorption
ionization (LDI).29–34 SIMS detects cholesterol as a dehydrated
protonated molecule [M − H2O + H]+ and has been used in
many biological applications.35 The intact cholesterol mole-
cule can be directly imaged after adding metals to the
experiment.

Recently, silver has gained popularity as a potent signal
enhancer in MSI analysis of both cholesterol and unsaturated
fatty acids.31 Silver and other metal salts of 2,5-dihydroxyben-
zoic acid have been used to characterize natural wax esters.36

Adding silver nitrate to DESI solvents increases the specificity
and sensitivity of cholesterol and, in general, all double bond-
containing molecules.28,37 SIMS and (MA)LDI require the
deposition of a thin layer of silver or a silver salt on the sample
surface. Two principal methods are used for silver deposition:
dry deposition (typically sputtering)32,38–40 and wet deposition,
which involves the spraying of silver nanoparticles
(AgNPs)41–44 or AgNO3.

31

Spraying AgNPs is a common method of wet silver depo-
sition. A wide variety of protocols are available to achieve
stable colloidal dispersion of AgNPs in water or organic sol-
vents. Controlling the size and stability of metal NPs is crucial
due to their tendency to aggregate in solution.45 During NP
synthesis, capping agents such as polyvinylpyrrolidone
(PVP),43,46,47 sodium citrate,42,48 and glutathione43,49 are com-
monly used for this purpose. AgNPs in MSI analysis have been
particularly utilized for high-resolution MSI of unsaturated
lipids.41–44 Yang et al. recently adopted an alternative approach
to wet deposition, investigating the use of AgNO3 instead of
AgNPs.31 Silver salt spray deposition is a sensitive and selective
technique for analyzing unsaturated compounds, achieving a
pixel size down to 10 µm. The main advantages of the method
are its ease of implementation and affordability; no additional
costly instrumentation or knowledge of AgNP preparation is
required. The principal disadvantage is that the sprayer needs
to be thoroughly cleaned after each deposition to prevent silver
stains and contamination. Two spray runs of pure acetonitrile
(ACN) with the addition of 1% trifluoroacetic acid (TFA) have
proven to be an effective cleaning approach.31

Sputtering is a physical vapor deposition method used to
deposit thin films. It is typically used in scanning electron
microscopy to coat samples with conductive materials, usually
metals. During the sputtering process, high-energy ions are
deployed to displace species from the surface layer of a solid
target onto a substrate (sample). Metal nanoparticles are then
homogenously deposited onto samples in nanometer-thin
layers.33,38 Dufresne et al. developed a silver–assisted laser de-
sorption/ionization (AgLDI) method involving the deposition
of silver by sputtering using a beam of charged argon mole-
cules. The method proved effective for analyzing unsaturated
compounds, such as cholesterol and unsaturated fatty acids,
with a pixel size of 5 µm.32

In this study, we examined the thermal evaporation of silver
as an alternative deposition technique in MSI for cholesterol
analysis. Thermal evaporation involves heating a source
material in a vacuum chamber using a resistive heat source
until it evaporates. The vapor then condenses onto a substrate
(sample), forming a thin film. We used this optimized method
to examine cholesterol distribution in two types of amyloid
tissues. First, we examined Aβ pathology in the brain of an
APP/PS1 mouse, a widely used transgenic model that mimics
AD-like pathology. Second, we obtained a tissue sample from a
human heart affected by wild-type ATTR amyloidosis.

2. Experimental section
Samples

Male APP/PS1 mice on a C57Bl/6 background and WT male
controls were obtained from the Biotechnology and
Biomedicine Centre of the Academy of Sciences and Charles
University (BIOCEV) (Vestec, Czech Republic) and housed in
the animal facility of the Institute of Organic Chemistry and
Biochemistry of the Czech Academy of Sciences (IOCB CAS)
under a 12 h light/dark cycle (temperature 23 ± 2 °C). The mice
were provided with free access to water and fed a standard
rodent diet (ssniff Spezialdiäten GmbH, Soest, Germany). At
10 months of age, the mice were deeply anesthetized with pen-
tobarbital at 170 mg per kg body weight (Sigma-Aldrich,
St Louis, MO, USA) and then transcardially perfused with a
0.01 M solution of ice-cold PBS (pH 7.4) supplemented with
heparin at 10 U ml−1 (Zentiva, Prague, Czech Republic).48

Mouse brains, including the frontal cortex from the left hemi-
sphere, were dissected, frozen in dry ice-chilled isopentane,
and stored at −80 °C. All animal experiments were performed
according to the ethical guidelines for animal experiments out-
lined in Act no. 246/1992 of the Czech Republic and approved
by the Committee for Experiments with Laboratory Animals of
the Czech Academy of Sciences (CAS).

Human heart samples were obtained from cardiac surgery
patients at the Institute for Clinical and Experimental
Medicine (IKEM) in Prague. The first subject (a male, age 74
years), who exhibited wild-type ATTR cardiomyopathy, under-
went excision from the left ventricle during the implantation
of mechanical circulatory support. The second subject was a
46-year-old male donor with a normal echocardiographic
examination contraindicated for transplantation due to coron-
ary findings. Tissue samples underwent an initial macroscopic
evaluation and were subsequently frozen in their native state
for further analysis. All research was conducted following rele-
vant guidelines and regulations of the Institute for Clinical
and Experimental Medicine. The protocol was approved by the
Ethics Committee of the Institute for Clinical and
Experimental Medicine (G-16-06-28).

Sample preparation

Samples were sectioned at a thickness of 12 μm with a cryostat
(CM1520, Leica Biosystems) at −18 °C for heart tissue and at
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−15 °C for brain tissue. The sections were thaw-mounted on
precooled indium tin oxide (ITO) glass slides (Bruker, Bremen,
Germany), placed in a desiccator for 60 min, and stored at
−80 °C until further processing. Before applying the silver or
MALDI matrix, the samples were placed in a desiccator at
room temperature for 30 min to avoid water condensation on
their surfaces.

Silver layer deposition

Silver films were deposited in a custom-made thermal evapor-
ation system (Elettrorava S.p.A., Italy) operated at 5 × 10–6

mbar. The metal was evaporated from a silver wire (99.99%
Ag). A quartz crystal microbalance-based thin film deposition
controller (XTC/3, Inficon, USA) was used to monitor and
control the growth of silver films at different thicknesses (6,
11, and 22 nm), setting the deposition rate to 5 Å s−1. All used
settings can be found in ESI Table 1.† The morphology of the
silver layer surface was observed using the Nova NanoSEM 450
scanning electron microscope (SEM) (FEI, Hillsboro, OR, USA)
for secondary electron imaging and the Olympus IX83 optical
microscope (Olympus Europa SE & Co. KG, Germany). The
SEM was operated at 10−4 Pa with an acceleration voltage of 10
kV. The Everhart–Thornley detector (ETD) or a through-the-
lens detector (TLD) were used to capture secondary electron
images.

iMatrixSpray spraying

Before spraying, 10 mg mL−1 of 1,5-diaminonaphthalene (DAN;
purity 97%) in 70% acetonitrile (ACN) was freshly prepared. The
iMatrixSpray automatic sprayer (Tardo Gmbh, Switzerland) was
employed for the spraying process using parameters for dry
spraying as previously described.50 ACN and DAN were pur-
chased from Merck (Massachusetts, USA). Water was obtained
from a Milli-Q integral system (Merck Millipore, USA).

Mass spectrometry imaging

Experiments were performed on the ultrafleXtreme
MALDI-TOF/TOF instrument (Bruker, Germany) equipped with
a 1 kHz Smartbeam II Nd:YAG laser (355 nm) in a positive
mode within a mass range of 100 to 1200 Da operating in
reflectron mode. The source accelerating voltage was set at 25
kV in positive polarity. For each spectrum, 100 laser shots were
applied with a laser intensity of 75%. The global laser attenua-
tor offset was set to 36%, and the attenuator offset was set to
0% with an attenuator range of 40%. The spot size was set to
small for the measurements. The detector gain voltage was set
to 2200 V. Prior to each measurement, calibration was per-
formed using silver clusters. The pixel size ranged from 10 to
50 µm.

Data analysis

Measurement and data evaluation were performed using
flexControl and flexImaging software (Bruker, Germany). SCiLS
Lab 2016b software (Bruker, Germany) was used to generate of
figures and perform statistical analysis. Raw data were con-
verted to SCiLS Lab format using TopHat baseline removal and

total ion count (TIC) normalization. Principal component ana-
lysis (PCA) and receiver operator characteristic (ROC) analysis
were used for statistical evaluation.

Congo red staining

Stokes’ modification of Highman’s Congo red technique was
employed to detect amyloid51 in heart histological samples.
The process involved staining with a saturated Congo red solu-
tion for 25 minutes. After washing in distilled and tap water
for 5 minutes, the nuclei were counterstained with Mayer’s
hematoxylin for 5 minutes. The stained sections were then de-
hydrated and mounted for further analysis using the Olympus
BX41 fluorescence microscope (Olympus Europa SE & Co. KG,
Germany).

3. Results and discussion
AgLDI mass spectrometry imaging optimization

Silver layer optimization and characterization. Silver layer
thicknesses were optimized on brain tissue sections of control
mice. The thermal evaporation method was tested at decreas-
ing Ag film thicknesses of 22 nm, 11 nm, and 6 nm. A quartz
crystal microbalance-based thin film deposition controller was
used to monitor and control the growth of silver films of
different thicknesses at a deposition rate of 5 A/s. The depo-
sition time was approximately 12 s for 6 nm-thin film, 22 s for
11 nm, and 44 s for 22 nm. Cholesterol provided adducts with
silver ions at m/z 493.2 [M + 107Ag]+ and m/z 495.2 [M + 109Ag]+.
This characteristic isotopic pattern originates from two stable
silver isotopes in nature, 107Ag and 109Ag, with atomic abun-
dances of 52% and 48%, respectively. Fig. 1 shows representa-
tive AgLDI spectra in the cortex region of a mouse brain
section in positive ion mode. When examining cholesterol
mass resolution with sufficient signal intensity in relation to
different silver layer thicknesses, we observed that greater
silver thickness resulted in lower resolution (22 nm, R = 4000;
11 nm, R = 9500; 6 nm, R = 11 500). The best mass resolution
was achieved with a silver film thickness of 6 nm.

Similarly, a study by Hansen et al., who investigated
sputter-coated metal screening in the small-molecule ana-
lysis,38 found that optimal metal layers were relatively thin for
all metals analyzed while increasing layer thickness led to
poorer quality images. However, the optimal layer thickness
can vary slightly depending on the mass spectrometer instru-
mentation, the analyte of interest, and the type of tissue.
Tissues with higher levels of cholesterol and lipids typically
require thicker silver layers for effective ionization.32

Additional experiments where the spot size was kept con-
stant and only the laser intensity was varied for different Ag
thicknesses are shown in ESI Fig. 1† as ion yield and mass
resolution plots. Both 11 nm and 6 nm Ag thicknesses gave
similar results in cholesterol signal intensity, with 6 nm
showing better resolution. Dufresne et al. investigated the
sputtering of silver and AgLDI to analyze olefins. At an optimal
silver thickness, they observed a change in ion intensity
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between the dominant silver cluster (Ag3
+) and the cholesterol

silver adduct.32 In our case, the change became visible when a
6 nm ultrathin Ag nanofilm was used, as shown in Fig. 1.

As shown in Fig. 1, the representative spectrum of a mouse
brain section in the cortex region in positive ion mode at a
thickness of 6 nm illustrates the effectiveness of AgLDI in
detecting cholesterol. In addition to cholesterol, fatty acids
were also detected with lower intensities in the region of m/z
300 to 500. Specifically, palmitoleic acid (PA, m/z 363, m/z 365),
oleic acid (OA, m/z 389, m/z 391), and arachidonic acid (AA, m/z
411, m/z 413), were identified as corresponding silver ion

adducts. As shown in ESI Fig. 2,† a significant part of the spec-
trum was occupied by silver cluster ions (Ag2

+, Ag3
+, Ag3

+, etc.).
These clusters can be used for mass calibration before
measurement or as an internal standard.

Scanning electron microscopy revealed the morphology of
silver nanolayers deposited on ITO glass using thermal evapor-
ation (Fig. 2, left). The layer with an optimal thickness of 6 nm
was not a continuous film but rather a system of coalesced
nanoislands. A similar morphology was previously documen-
ted for a silver sputtered on resist glass.52 This coalescence be-
havior is typical for noble metal films on oxide surfaces.53

Fig. 1 Representative spectra from AgLDI of a mouse brain section showing the cortex region in positive ion mode. Sections with Ag films deposited
using thermal evaporation are given in decreasing thicknesses (22 nm – red, 11 nm – green, 6 nm – blue). Highlighted ions show a silver cluster
[Ag3]

+, fatty acids [M + 107Ag]+: palmitoleic acid – m/z 363, oleic acid – m/z 389, arachidonic acid – m/z 411, and cholesterol at m/z 493.2 [M +
107Ag]+ and m/z 495.2 [M + 109Ag]+.

Fig. 2 SEM characterization of ultrathin Ag film (6 nm) deposited using thermal evaporation. Off-tissue image of an ITO glass slide at 120 000×
magnification (left). On-tissue image at 800× magnification showing the laser spot size (right).
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AgLDI MSI reproducibility and pixel size. The reproducibility
of the sample preparation process was evaluated using three
consecutive sections of a mouse brain. Silver was deposited
separately by thermal evaporation, and each sample was
measured individually. The distribution and intensity of chole-
sterol in these three consecutive sections were very similar (ESI
Fig. 3†). The average mean intensity of cholesterol was 3.47 a.
u. ± 0.12 a.u., and the average maximum intensity was 63.24 a.
u. ± 2.69 a.u. from these sections.

To evaluate high spatial resolution (i.e., pixel size) capabili-
ties, we performed MSI of both the mouse brain and mouse
brain cerebellum at decreasing pixel sizes down to 10 μm
(Fig. 3). We chose the cerebellum for testing purposes because
of its histological features and numerous subregions.54 We
detected the highest signal intensity of cholesterol in white
matter, particularly in the fiber tracks of the cerebellum and
corpus callosum. MSI was adept at distinguishing variations in
cholesterol intensity between different layers of the cerebel-
lum, namely the molecular layer, granular layer, and fiber
tracks. We also took an optical microscope image of the
mouse cerebellum after analysis with laser ablation spots.
Even at a pixel size of 10 μm, free space was discernible
between the laser ablation spots. Inspection of the spots using
a scanning electron microscope (SEM) revealed an average
ablation spot of 5 μm (Fig. 2), demonstrating the potential to
reach pixel size up to 5 µm.

Two factors significantly impact pixel size in MALDI: the
laser (given that the diameter of the laser spot determines the
ablation area) and the size and homogeneity of the matrix crys-
tals on the tissue surface.55,56 In our case, thermal evaporation
resulted in a nanolayer of silver. Therefore, the pixel size was
primarily dependent on the laser, in particular the diameter of
the laser spot. As previously mentioned, Dufresne et al. devel-
oped an AgLDI method for imaging cholesterol and other
unsaturated analytes involving the deposition of silver using a
sputter coating system.32 They found that a nano silver layer
with a thickness of 23 ± 2 nm was optimal for analyzing brain
tissue. Using laser oversampling, they achieved high resol-
utions down to a cellular range of 5 μm. We obtained similar

results using the thermal evaporation method for silver depo-
sition, achieving a pixel size of 10 μm without the need for
laser oversampling. This indicates that thermal evaporation
can be a viable alternative deposition method to sputtering in
MSI analysis.

Cholesterol distribution in the brain of a mouse model of
Alzheimer’s disease pathology

Several studies have implicated cholesterol in the pathogenesis of
Alzheimer’s disease.8–11 However, its presence in senile plaques
has only been investigated by a few studies, with mixed
results.12–16,57 To examine the distribution of cholesterol in senile
plaques, we utilized the APP/PS1 mouse model, a widely used
transgenic model of Alzheimer’s disease pathology. These double
transgenic mice express mutated human amyloid precursor
protein (APP) and mutated human presenilin (PS1), which are
both linked to early-onset AD and the accumulation of neurotoxic
Aβ. Even at six months of age, Aβ deposition in the form of senile
plaques is discernible in specific brain regions, such as the hip-
pocampus and cortex, and is accompanied by neuroinflamma-
tion and memory impairments.58,59

In our previous studies, we documented the altered distri-
bution of several membrane lipids in the brains of APP/
PS1 mice compared with WT controls.50,60 These lipids exhibi-
ted plaque-like accumulation in the brain. Using multimodal
imaging experiments involving MSI and immunohisto-
chemical staining, we colocalized these lipids with Aβ plaques
and neuroinflammation.60 These conclusions are consistent
with previously published reports in mouse models and
humans, demonstrating the accumulation or depletion of
various lipids in AD.16,57,61–65 The gangliosides GM2 and
GM3 have also been found to be elevated in the amyloid-like
plaques observed in Hunter’s disease.66

ROC analysis was employed to detect changes in m/z values.
In line with our previous MALDI MSI lipidomic studies, both
of which employed 1,5-diaminonaphthalene as the MALDI
matrix,50,60 the most notable changes in intensity and distri-
bution applied to gangliosides (GM2 36:1, GM3 36:1) and
phosphatidylinositol (PI 38:4). As shown in Fig. 4 (left),

Fig. 3 AgLDI MSI (Ag 6 nm) analysis of cholesterol (m/z 493.2, [M + 107Ag]+). The whole brain section (left) at a spatial resolution of 50 μm. The
mouse cerebellum (middle) at spatial resolutions of 30 μm, 20 μm, 15 um, and 10 μm illustrates the distinct variations in cholesterol intensity
between (A) the lobule/molecular layer, (B) the lobule/granular layer, and (C) fiber tracks. An optical microscope image (right) of the mouse cerebel-
lum shows the section after analysis with laser ablation spots.
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plaque-like accumulation of GM3 36:1 is visible in the frontal
cortices of APP/PS1 mice compared to wild-type controls.
However, this result was obtained using MALDI MSI, which is
not sensitive enough for cholesterol analysis. In this study, we
aimed to investigate whether cholesterol would accumulate in
the same Aβ plaque regions. To that end, we applied an opti-
mized AgLDI mass spectrometry imaging method. Using this
technique, we examined cholesterol distribution in a consecu-
tive section of the frontal cortex. As shown in Fig. 4 (right),
cholesterol appeared evenly distributed across the frontal
cortex tissue, with no evidence of plaque-like accumulation.
ROC analysis revealed no significant differences between the
APP/PS1 mice and wild-type controls. For additional images
from the analysis, see ESI Fig. 4 and 5.†

The evidence to date on changes in cholesterol during AD is
contradictory. One study utilizing fluorescence microscopy high-
lighted the accumulation of cholesterol in Aβ plaques.67

However, subsequent research revealed this finding was likely
due to false-positive staining.13 Another study, which employed
an LC-MS lipidomic approach involving the microdissection of
Aβ plaques, reported a two-fold increase in cholesterol in
human Aβ plaques compared with tissue without Aβ.17 Time-of-
flight secondary ion mass spectrometry (TOF-SIMS) analysis has
been used to investigate cholesterol distribution in AD animal
models15,16 and humans.14 One of these studies identified
cholesterol granules surrounding Aβ plaques in mouse brain
tissue overexpressing a mutant form of APP.15 However, a sub-
sequent study using the same model did not confirm these
results.16 A study on the human cortex reported an increase in
the mean cholesterol signal compared to controls but did not
find any cholesterol increase in or around Aβ plaques.14 It’s
possible that previously reported cholesterol accumulation17

may fall below the sensitivity thresholds of currently available
TOF-SIMS imaging methods. A study on AD human brain
tissues employing coherent anti-Stokes Raman scattering
(CARS) and fluorescence microscopy showed lipid accumulation
in fibrillar Aβ plaques. The main components were lipids with
long acyl chains, suggesting fatty acids and ceramides. However,
the presence of cholesterol could not be excluded due to the
partial overlapping of its spectral features with other lipids.12

Cholesterol distribution in the human heart with transthyretin
amyloidosis

Cardiac amyloidosis is characterized by abnormal deposition of
β-amyloid in the heart, which can lead to heart damage and dys-
function. Of the many amyloid diseases, two types account for
more than 95% of all cases of cardiac amyloidosis. These are
immunoglobulin light-chain amyloidosis (AL) and transthyretin
amyloidosis (ATTR).5 ATTR is caused by misfolding of the liver-
derived precursor protein transthyretin (TTR). There are two
main types of transthyretin amyloidosis: hereditary (ATTRm)
and wild-type (ATTRwt).68,69 In vitro studies of amyloidogenic
proteins have shown that these proteins bind to lipids in
plasma membranes, creating a favorable local environment for
protein misfolding and aggregation.70–72 Another study specifi-
cally focusing on TTR found that cholesterol and anionic phos-
pholipids increase the binding of TTR to lipid membranes.73

The presence and localization of cholesterol in the heart
during ATTR amyloidosis have yet to be examined. In this study,
human heart samples, specifically myocardial excisions of the left
ventricle, were obtained during surgical intervention. ESI Fig. 6†
shows sections of a control human heart and a heart affected by
wild-type ATTR amyloidosis after Congo red staining, a common
technique used to identify amyloid deposits. When examined
under a light microscope, ATTR deposits exhibit in histologic sec-
tions orange-red staining.74,75 To investigate the distribution of
cholesterol in serial sections of myocardial samples, we utilized
the AgLDI mass spectrometry imaging technique. ESI Fig. 7†
shows the distribution of cholesterol in the myocardium of a
control human heart and a heart with wild-type ATTR amyloido-
sis. Cholesterol is unevenly distributed in both heart tissues, with
certain small spots exhibiting high intensity. The spots in serial
sections of the ATTR-affected heart were further examined after
Congo red amyloid staining. Fig. 5 and ESI Fig. S8† show that
some regions of high cholesterol intensity colocalized with
amyloid deposits, but others did not. To test whether these incon-
sistencies were caused by differences in the serial sections, we
compared two images of non-serial sections from the same
ATTR-affected heart after Congo red staining (the three sections
in between were analyzed by AgLDI). As shown in ESI Fig. 9,† the

Fig. 4 MALDI (left) and AgLDI (right, Ag 6 nm) MSI analysis of an APP/PS1 mice frontal cortex section. Ion images of ganglioside (GM3 36:1) (red,
m/z 1179.7 [M – H]−) and cholesterol (green, m/z 493.2, [M + 107Ag]+) at a spatial resolution of 20 μm.
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amyloid deposits in the non-serial sections display a close resem-
blance to each other. This indicates that differences in the distri-
bution of amyloid and cholesterol between the serial sections
were not caused by variations in the sections themselves.

In vitro studies have shown a correlation between the con-
centration of cholesterol and the binding of Aβ to membrane
lipids.73,76,77 The composition of the lipid membrane plays an
important role in binding. Microdomains known as lipid rafts
are specialized lipid membrane regions enriched in cholesterol
and sphingolipids. These membrane parts are denser and less
fluid than the surrounding membrane.78,79 Binding amyloido-
genic proteins to lipid rafts may contribute to amyloidosis by
inducing conformational changes and aggregation.80,81 In our
study, we confirmed the presence of cholesterol in areas con-
taining ATTR deposits. However, complete colocalization with
regions of high cholesterol intensity was not found.

4. Conclusions

We optimized the thermal evaporation of silver intending to
apply the method to tissue samples for AgLDI analysis of
mouse brain tissue sections. An optimal combination of chole-
sterol signal intensity and mass resolution was achieved using
an ultrathin Ag nanofilm with a thickness of 6 nm. We evalu-
ated the reproducibility of the sample preparation process and
demonstrated high-resolution MSI with a pixel size of 10 µm
with the possibility of decreasing it down to 5 µm. Our results
indicate that thermal evaporation is a suitable silver depo-
sition technique for AgLDI analysis, providing comparable
results to the sputtering technique. This makes it a promising
alternative deposition method for MSI analysis.

Additionally, we investigated the distribution of cholesterol
in amyloidosis. First, we investigated cholesterol distribution
in senile plaques in the brain of an APP/PS1 transgenic mouse,
a model resembling Alzheimer’s disease pathology. Using an
optimized AgLDI mass spectrometry imaging technique, we
found no evidence of plaque-like accumulation of cholesterol
in the frontal cortex tissue. In contrast, up-regulated lipids,

particularly gangliosides (GM2 36:1, GM3 36:1) and phospha-
tidylinositol (PI 38:4), showed plaque-like accumulation in the
frontal cortices of APP/PS1 mice compared to wild-type con-
trols, in agreement with our previous MSI lipidomic studies.

Second, we investigated cholesterol distribution in a heart
affected by wild-type transthyretin amyloidosis. We identified
the presence of cholesterol in areas of amyloid deposition, but
complete colocalization with regions of high cholesterol inten-
sity was not observed.
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